Electron beam calibration constants.
Electron treatment beam calibration constants are tabulated in a convenient form for mean incident electron energies, Eo, of 6 to 21 MeV; and practical reanges, Rp, of 2.75 to 10.53 cm of water. Values of mean electron energy at depth Ed, chamber radius correction factors (Kp), and CE factors may be readily obtained from this chart.